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NOTICES 


When  (J.S.  Government  drawings,  specifications,  or  other  data  are  used  for  any 
purpose  other  than  a  definitely  related  Government  procurement  operation,  the 
Government  thereby  incurs  no  responsibility  nor  any  obligation  whatsoever,  and 
the  fact  that  the  Government  may  have  formulated,  furnished,  or  in  any  way 
supplied  the  said  drawings,  specifications,  or  other  data,  is  not  to  be 
regarded  by  implication  or  otherwise,  as  in  any  manner  licensing  the  holder  or 
any  other  person  or  corporation,  or  conveying  any  rights  or  permission  to 
manufacture,  use,  or  sell  any  patented  invention  that  may  in  any  way  be 
related  thereto. 

The  mention  of  trade  names  or  commercial  products  in  this  publication  is  for 
illustration  purposes  and  does  not  constitute  endorsement  or  recommendation 
for  use  by  the  United  States  Air  Force. 

Do  not  return  this  copy.  Retain  or  destroy. 

Please  do  not  request  copies  of  this  report  from  the  USAF  Occupational  and 
Environmental  Health  Laboratory.  Additional  copies  may  be  purchased  from: 

National  Technical  Information  Service 
5285  Port  Royal  Road 
Springfield ,  Virginia  22161 

Government  agencies  and  their  contractors  registered  with  the  DTIC  should 
direct  requests  for  copies  of  this  report  to: 

Defense  Technical  Information  Center  (DTIC) 

Cameron  Station 

A1 exandria ,  Virginia  22314 

This  report  has  been  reviewed  by  the  Public  Affairs  Office  and  is  releasable 
to  the  National  Technical  Information  Service  (NTIS).  At  NTIS,  it  will  be 
available  to  the  general  public,  including  foreign  nations. 

This  technical  report  has  been  reviewed  and  is  approved  for  publication. 


WILLIAM  E.  KABSON,  Colonel,  USAF,  BSC 
Commander 
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I.  INTRODUCTION 


The  USAF  Occupational  and  Environmental  Health  Laboratory  (USAF  OEHL) 
conducted  an  evaluation  of  the  National  Mine  Service  Company,  Model  MX  241, 
Combination  Combustible  Gas/Oxygen  Deficiency  Alarm  under  the  USAF  OEHL 
Special  Project  CH810011,  "Health  Safe  Alarm  Evaluation."  Although  several 
new  instruments  have  been  recently  introduced,  only  the  Model  MX  241  met  our 
requirements: 

s.  ability  to  set  the  )LEL  alarm  at  or^below  5)  LEL, 

b.  ability  to  set  the  oxygen  alarm  at  or  below  19. 5*  oxygen,  and 

c.  very  compact. 

An  example  of  this  instrument  was  supplied  by  Vallen  Corporation  of  Houston  TX 
for  our  laboratory  evaluation. 

II.  DESCRIPTION  OF  THE  INSTRUMENT 

The  MX  241  (Figure  1)  is  a  light  weight  (18.2  oz),  continuous  duty, 
oxygen  and  combustible  gas  monitor.  It  has  a  digital,  liquid  crystal  display 
(LCD),  an  audio  indicator  (alarm  buzzer),  solid-state  circuitry,  and  recharge¬ 
able,  nickel-cadmium  battery  pack  in  a  stainless  steel  case.  Combustible  gas 
atmospheres  are  measured  with  a  catalytic  diffusion-type  sensor.  The  combus¬ 
tible  gas  concentration,  as  a  percent  of  the  LEL,  is  shown  on  the  display  when 
the  push  button  read  switch  is  pressed.  An  integral  audible  alarm,  indepen¬ 
dent  of  the  display,  sounds  if  the  concentration  of  the  combustible  gases 

exceeds  the  set  point.  The  alarm  is  factory  set  at  20)  LEL,  hexane  and  is 

adjustable  between  0$  LEL  and  55)  LEL.  Oxygen  concentration  is  monitored 
using  a  micro  fuel  cell  (galvanic  electrochemical  cell)  that  provides  a 
current  proportional  to  the  concentration  of  oxygen  in  the  air.  The  LCD 
displays  the  concentration  of  oxygen  as  a  percent  of  the  total  atmospheric 
volume  and  the  alarm  sounds  if  the  oxygen  concentration  falls  below  the  preset 
level.  The  alarm  is  factory  set  at  19. 5%  of  oxygen  and  is  adjustable  between 

17)  and  55)  oxygen.  The  MX  241  will  accept  a  headphone  driver  unit  that 

provides  an  output  for  an  earphone  or  headset  whenever  noise  in  an  area  to  be 
tested  could  mask  the  audible  signal  from  the  wearer.  The  MX  241  has  been 
submitted  to  Factory  Mutual  Research  Corporation  (FM)  for  intrinsic  safety 
certification. 

III.  TEST  RESULTS  AND  DISCUSSION 

The  factory  calibration  of  hexane  on  the  Combustible  Measuring  Range  was 
checked  and  the  test  results  are  shown  in  Table  I  and  Figure  2.  The  linearity 
of  response  to  hexane  was  excellent.  The  alarm  set  point  at  20)  LEL  of  hexane 
was  also  checked.  The  buzzer  sounds  at  or  above  20)  LEL  and  stops  at  or  below 
20)  LEL  of  hexane.  When  the  alarm  set  point  was  adjusted  to  5)  LEL  of  hexane, 
the  alarm  sounded  at  or  above  5)  LEL  and  stopped  below  5).  The  test  results 
are  shown  in  Table  TJ.  A3)  LEL  hexane  alarm  set  point  was  also  tested  and 
found  to  be  accurate. 
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TABLEJL 

MX  24 1  Response  to  Hexane 


Sample  Concentration 

LEL  Hexane) 

-  - '  - -  -  - 

Meter  Readings 

1.0 

1.  0,  1,  1 

2.0 

2,  2,  2,  2,  P 

3.0 

3,  3,  3,  3,  2 

4.0 

4,  4,  4,  5 

5.0 

5,  5,  6,  5.  5 

10.0 

10,  11,  11,  12,  11 

20.0 

22,  22,  23,  20,  21 

L  -  -  — — .  — — - - - - - ■ - . - - - ....  L 

TABLE  II 

5%  LEL  Hexane  Alarm  Set-Point  Testing 


Sample  Cone. 

(%  LEL  Hexane) 

Alarm  Start 

Meter  Reading 

Alarm  Stop 

10.0 

at  or  above  5 

12 

at  or  below  5 

same 

12 

same 

6.0 

at  or  above  5 

5—6 

at  or  below  5 

same 

5 

|  same 

sane  < 

5 

|  same 

4.0 

No  alarm 

4 

I 

No  alarm 

4 

i  _ 

2.0 

No  alarm 

2 

m , 

No  alarm 

2 

- 

L_  -  — 

T  _ .  _  _  _ _  _  -  -  _  _  -  _  -i 

CONCENTRATION  (SLED 


MX  2HI  RESPONSE  TO  HEXRNE 

SCALE  '•  COMBUSTIBLE 

METHOD  OF  VRPOR  GENERATION1  5TRTIC 


METER  READING 

FIGURE  2.  MX2HI  RESPONSE  TO  HEXRNE 
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The  factory  calibration  of  oxygen  on  the  Oxygen  Measuring  Range  was 
checked  and  the  test  results  are  shown  in  Table  III.  The  instrument's 
response  to  oxygen  was  excellent.  The  buzzer  sounds  at  or  below  19.4%  and 
stops  at  or  above  19.5%  of  oxygen. 


TABLE  III 

MX  241  Response  to  Oxygen 


%  Oxygen 

— 

Meter  Readings 

17.0 

17.1,  17.0,  17.0 

19.6 

19.7,  19.6,  19.7 

• 

o 

CVJ 

20.2,  20.1,  20.2 

IT.  RECOMMENDATION 

The  overall  performance  of  the  Instrument  was  excellent.  The  instru¬ 
ment  can  be  used  below  5%  LEL  with  an  accuracy  of  +1%  LEL.  It  is  very  easy  to 
use  and  all  controls  and  adjustments  are  easily  accessible.  We  recommend  the 
MX  241  for  use  during  fuel  cell  maintenance  operations  after  a  certificate  of 
intrinsic  safety  has  been  awarded  by  Factory  Mutual  Research  Corporation. 


